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1.0 


OBJECTIVE 


The  objective  of  this  research  program  was  to  develop  a  digital  and 
autcmated  x-ray  topographic  technique  for  use  as  a  rapid  quality  control 
tool  in  characterizing  3"  GaAs  wafers. 


2.0  METHOD 

Following  the  established  viability  in  Phase  I,  the  x-ray  rocking  curve 
analysis  was  the  primary  method  followed  in  the  pursuit  of  quantitative 
defect  density  mapping. 


3.0  ADVANTAGE 

The  principle  advantage  of  the  x-ray  rocking  curve  technique  is  that  the 
method  is  non-invasive  (non-contacting  and  non-destructive)  in  nature, 
and  can  be  utilized  for  on-line  production  applications. 


4 . 0  TECHNICAL-PROGRESS 


To  begin  the  program,  numerous  samples  were  acquired  from  various 
sources  such  as  Army  Night  Vision  Labs,  Rockwell  International,  Bell 
Northern  Research,  DuPont,  3M,  and  Texas  Instruments.  These  samples 
include  a  variety  of  substrates  and  epitaxial  films,  e.g.  ZnSe/GaAs, 
PbSe/BaF2,  Si,  LiNb03,  GaP,  Ge,'  Si02,  ZnCdTe,  HgMnTe,  HgCdTe/CdTe,  CdTe, 
and  others.  The  purpose  of  collecting  such  a  large  sp>ectrum  of 
materials  was  to  prove  potential  in  many  different  applications. 

The  preliminary  results  from  seme  of  the  afore-mentioned  substrates  and 
molecular  beam  epitaxial  (MBE)  films  indicated  the  ability  that  the  DARC 
(Digital  Automated  Rocking  Curve)  topography  technique  has  for 
characterizing  process  induced  micro-structural  damage.  By  choosing  the 
appropriate  Bragg  reflections  for  each  individual  sample  and  utilizing  a 
two-dimensional  (2D)  detector,  rocking  curve  half-width  maps  for  an  area 
of  the  wafer  were  obtained.  The  2D  dislocation  density  maps  were  then 
built  from  these  half-width  maps.  With  this  information,  the 
deconvolution  of  micro-plastic  lattice  strain  from  the  total  strain 
tensor  is  now  possible. 

In  further  studies,  substrate  and  epitaxial  layer  lattice  parameters  and 
quality  were  treasured  utilizing  the  DARC  system  and  ccrpared  with  more 
conventional  x-ray  rocking  curve  techniques.  The  results  were 
favorable;  and  can  be  found  in  the  paper  entitled  "X-ray  Analysis  of 
Carpi  ex  III-V  Epitaxial  Structures,"  see  attached  Appendix  A. 

A  thermo-electrical ly  cooled  charge  coupled  device  (CCD)  was  tested  and 
integrated  into  the  system.  The  spatial  resolution  of  the  camera  is  20 
to  30  microns.  Unfortunately,  because  of  the  cameras  large  size  and 
high  price,  it  would  be  difficult  to  incorporate  it  into  a  commercial 
on-line  quality  control  system.  Therefore,  while  some  research  was 
still  accaiplished  utilizing  this  detector,  most  work  was  done  with  the 
DIXIE  (Digital  intensity  X-ray  Image  Enhancer)  detector. 


New  studies  were  developed  to  analyze  surface  and  sub-surface  damage  due 
to  various  abrasive  particle  sizes  used  in  the  polishing  process  which 
all  semiconductor  wafers  must  undergo  before  being  built  on.  The 
findings  of  this  work  were  presented  at  the  14th  International  Symposium 
on  Gallium  Arsenide  and  Related  Compounds. 

The  final  study  of  the  program  was  on  wafers  with  devices  built  on  them. 
Strain  fields  created  by  the  electrode  mountings  on  quartz  oscillators 
were  analyzed  along  with  those  caused  by  1  K  RAM  devices  built  on  GaAs. 


5.0  SY  STEM-PROGRESS 

Over  the  course  of  the  contract,  the  DARC  topography  system  was 
continually  upgraded  and  improved.  Major  advances  were  made  in  the 
software  controlling  system  and  in  the  motors  and  stages  used  to 
physically  manipulate  the  wafers.  The  resultant  system  was  controlled 
by  four  stages  with  high  resolution  motors.  The  rocking  axis  was 
controllable  to  0.36  arc  seconds.  The  four  stages  included:  rotation  of 
incidence  angle,  rotation  of  azimuthal  angle,  linear  depth  alignment, 
and  linear  sample  displacement  frcm  the  source.  All  motors  are  software 
controllable  and  include  local  lock-out  when  the  experiment  is  in 
progress. 

The  software  has  four  basic  sections:  analysis  parameter  collection, 
image  acquisition,  data  analysis,  and  image  display. 

1)  Analysis-Parameters :  Parameters  are  collected  by  accessing  a  form 

window  which  allows  the  user  to  adjust  any  parameters  as  necessary. 
When  all  of  the  entered  data  is  correct,  the  window  can  be  exited 
to  save  the  new  data  or  even  be  terminated  so  as  to  erase  all  of 
the  changes  and  continue  with  the  original  configuration. 

2)  Image-Acquisition:  This  section  of  the  software  allows  the  user  to 
choose  a  window  with  'x'  by  *y *  dimensions  from  the  following 
choices:  10,20,40,80  pixels  long  on  either  axis.  The  selected 
window  can  then  be  interactively  located  anywhere  on  the  image 
plane  (512  x  481  pixels)  through  the  use  of  simple  keyboard 
commands . 

3)  Data-Analysis :  The  data  analysis  section  computes  the  Bragg  peak 
shift  (elastic  strain),  Bragg  peak  broadening  (plastic 
strain/dislocation  density),  and  Bragg  peak  integrated  intensity 
for  each  pixel  in  the  'x'  by  'y'  pixel  window.  Pseudo-color  is 
used  to  depict  these  measurements  for  each  pixel. 

4)  Image-Display :  The  computations  from  section  3  are  then  displayed 

as  a  two-dimensional  map  with  pseudo-color.  This  section  also 
allows  the  user  to  display  the  x-ray  intensity  profile  of  any  and 
every  pixel  in  the  window  as  a  function  of  the  rocking  angle.  The 
user  can  then  utilize  these  rocking  curve  profiles  to  determine 
lattice  parameter  mismatch  and  associated  micro-lattice  strains  in 
the  material  under  examination. 

At  this  point,  the  user  is  able  to  return  the  image  acquisition  window 
and  the  sample  to  the  same  position  from  which  they  were  initiated  at 
the  start  of  the  just  finished  run.  This  allows  for  full  wafer  mapping 
of  wafers  up  to  35  millimeters  in  diameter  to  be  accomplished  by  running 
the  rocking  curve  experiment  a  number  of  times;  and  moving  the  image 
acquisition  window  to  a  new  position  each  time  the  experiment  runs  until 


the  entire  wafer  has  been  mapped.  Each  time  the  user  runs  the  rocking 
curve,  they  are  given  the  option  of  storing  the  specific  window's  Bragg 
Peak  Shift,  Bragg  Peak  Broadening,  and/or  Integrated  Intensity  displays. 
Once  all  desired  window  displays  have  been  saved,  the  user  can  then 
start  displaying  the  full  wafer  map.  Each  window  can  be  recalled  and 
replaced  in  its  original  position.  Once  the  entire  wafer  is  displayed, 
the  user  has  the  option  of  performing  a  histogram  equalization  on  a 
selected  area  of  the  wafer.  Performing  the  equalization  expands  the  map 
of  the  selected  area  over  the  full  128  gray  level  (or  pseudo-color) 
range,  thereby  unmasking  possible  hidden  data. 

The  system  was  also  hooked  to  a  Tektronix  color  ink  jet  printer.  At  any 
time  while  using  the  DARC  system,  it  was  possible  to  get  a  hard-copy  of 
the  image  processor  output.  Numerous  prints  have  been  enclosed  in 
Appendix  B  that  show  the  various  types  of  data  and  materials  that  were 
used. 


6.0  (XMXUSIONS 

As  was  made  obvious  in  the  Technical-Progress  and  System-Progress 
sections,  many  papers  that  discuss  in  detail  the  results  found  during 
this  contract  were  presented  at  various  conferences  and  published  in  the 
proceedings  of  several  symposiums  where  the  pursuit  of  quality 
semiconductor  materials  was  of  major  concern.  Instead  of  rewriting 
these  papers  for  this  report,  they  have  been  included  in  their  original 
forms. 

The  conclusions  drawn  in  these  papers  certainly  do  show  that  the  DARC 
topography  system  is  a  tool  capable  of  providing  users  with  the 
information  needed  to  characterize  production  III-V  and  II-VI 
semiconductor  wafers. 
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APPENDIX  A 


X-ray  Analysis  of  Complex  III-V  Epitaxial  Structure 


T.  S.  Ananthanarayanan  and  D.  C.  Leepa 
Brimro&e  Corporation  of  America,  7720  Be  lair  Road,  Baltimore,  MD  21236 


AlGaAs/GaAs  (HEMT)  Epitaxial  Film  (MBE) 

Figure  1  shows  the  morphology  of  the  complex  heteroepitaxial 
structure  used  here  to  illustrate  the  effectiveness  of  the  x-ray 
rocking  curve  topography  for  measuring  microstructural  features. 
The  x-ray  beam  used  for  this  work  was  unmonochromated  Cu  Ktt 
radiation  as  discussed  previously.  Several  reflections  were 
examined  for  this  specimen.  By  changing  the  Bragg  reflection 
analyzed,  the  interrogation  depth  can  be  varied  frcm  2- 2 0pm. 

However,  the  alignment  of  the  apparatus  for  such  measurements  is 
extremely  critical.  Figure  2  shews  the  rocking  curve  profile 
along  a  vertical  cursor  line  (10  profiles  superimposed  on  one 
another)  in  the  10  x  10  pixel  window  area.  This  window 
corresponded  to  1  mn  x  1  mm  sampling  area.  Surface  orientation 
of  this  specimen  was  determined  to  be  (001)  by  back  reflection 
Laue.  The  (422)  and  the  (311)  rocking  curves  exhibit  two  pairs 
of  maxima  corresponding  to  Ka  ^  &  K  a2  of  epi  (AlGaAs)  and 
substrate  (GaAs).  Fran  the  close  proximity  of  these  peaks  it  is 
quite  evide-  t  that  the  lattice  matching  is  very  high  in  this 
specimen.  Contrast  these  results  with  the  next  specimen. 

InGaAs/InP  Heteroepi  Film  (MDCVD) 

This  specimen  is  illustrated  to  show  poorly  matched  structure  in 
comparison  to  the  sample  in  3.1.  The  various  rocking  curve 
profiles  shows  the  K  a  ^  and  K  a  2  pairs  for  InGaAs  epi  and  InP 
substrate.  The  rocking  curve  profiles  of  this  sample  from 
various  hkl's  appear  significantly  different  indicating  the 
effect  of  interrogation  depth.  At  this  juncture  it  should  also 
be  noted  that  information  at  varying  depths  can  be  obtained 
by: 

1)  changing  hkl  reflection,  and 

2)  changing  incoming  x-ray  wavelength  (and  hence 
penetration  depth). 

The  results  presented  here  are  a  comparison  between  the  well 
known  DCD  (double  crystal  diffractometer)  rocking  curve 
measurerents  and  the  white  beam  (unmonochranated)  x-ray  rocking 
curve  measurements.  The  specimen  examined  was  a  complex  hetero¬ 
epitaxial  InGaAs/InP.  The  details  of  the  structure  can  be  seen 
in  Figure  3a.  Figure  3b  illustrates  typical  DCD  (004)  rocking 
curve  frem  this  sartple.  From  Table  1  the  penetration  depth  of 
the  x-ray  is  8.0pm  for  InP  and  15.5pm  for  GaAs  (about  the  same 
for  InGaAs).  It  is  therefore  clear  that  the  most  intensity 
would  come  from  the  InP  in  the  structure.  Figure  4  shows  the 
specimen  and  the  points  (approximately)  at  which  the  DCD  rocking 
curves  shown  in  Figure  5  were  obtained.  The  trend  in  lattice 
mismatch  can  be  observed  by  the  displacement  between  the  InP  and 
the  InGaAs  peaks.  Figure  6  shows  a  similar  map  done,  using  the 
Brimrose  DARC  topography  system.  The  window  size  chosen  was 
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FIGCKE  1  Morphology  of  Carpi  ex  AlGaAs/GaAs  HEMT  Structure. 
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FIGURE  2  X-ray  Rocking  Curve  Profile  of  AlGaAs/GaAs  HEMT  Structure 
Unmonochrarated  Cu  K  a  Radiation. 
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FIGURE  3a  Details  of  InGaAs/InP  FIGURE  3b  Typical  DCD  (004)  Rocking 

Heteroepitaxial  Structure  Curve  of  Sairple  in  5a. 


FiGuRE  4  Double  Crystal  Rocking  Curve  Map  Points  on  InGaAsP/InP 
Carpi  ex  Heteroepitaxial  Sairple. 
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FIGURE  5  DCD  Rocking  Curve  Map  Showing  Mismatch  at  Various  Locations 
on  Sajrple  Points  in  Figure  4. 
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FIGURE  6  DftRC  Rocking  Curve  Profiles.  Contrast  with  Figure  5. 


100  x  100  pixels  (lxl  mm).  Data  shown  is  an  entire  column 
(vertical)  of  10  pixels  superimposed  on  one  another  (hence,  the 
slight  scatter).  However,  the  trend  in  mismatched  is  identical 
to  that  seen  in  Figure  7.  The  rocking  curve  profiles  shown  in 
Figure  8  are  from  the  (422)  reflection.  From  Table  1  the 
penetration  depth  in  InP  is  2.3pm  and  is  5.9pm  in  GaAs.  Ihe 
intensity  of  the  epi  and  the  substrate  are  ccnparable  in  profile 
in  Figure  8,  four  distinct  peaks  can  be  observed  at  this  map 
point[l).  These  are  the  Kan,  and  K  a2  of  substrate  and 
K  a2  of  epi  film  respectively  from  left  to  right  .  This  case 
represents  the  worse  case  of  lattice  mismatch.  As  the  degree  of 
mismatch  decreases  the  epi  peaks  migrate  towards  the  substrate 
peaks  and  for  ideal  lattice  matching  will  be  superimposed  on  the 
substrate  peaks  (there  will  be  only  2  peaks  in  all).  The  angular 
differences  shown  in  Figure  6  are  between  KQ  ^  substrate  and 
K  a 2  epi.  This  is  so  only  because  of  convenience  in  peak 
position  determination  of  these  two  peaks  in  all  profiles  shown. 
Other  structures  with  less  mismatch  are  now  being  examined  e.g., 
AlGaAs  epi/GaAs  substrate.  Figure  7  shows  the  (335) 
reflection.  This  reflection  from  Table  1  shows  a  penetration 
depth  of  0.5pm.  Therefore,  the  signal  observed  in  Figure  4  can 
be  attributed  predominantly  to  the  final  InGaAs  0.5pm  layer 
(hence  only  two  peaks  Ka  ,  Ka  ^  of  epi  InGaAs).  It  is  quite 
evident  that  by  changing  the  (hki)  at  the  detector  end  (hence, 
varying  depths  of  penetration)  various  layers  in  the  heteroepi 
structure  can  be  interrogated.  Also  it  is  possible  to  compile 
the  strain  tensor  in  the  material  under  investigation. 
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FIGCRE  7  (335)  Rocking  Curve  Profile  of  InGaAs/InP  Heteroepi taxial 

Structure. 


table  1 


Diffraction  Data  for  Reflection  Topography  of  (100)  Surface 
Using  Cu  Ka  Radiation. 
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MICRQLATTTCE  STRAIN  MEASUREMENTS  03  QUARTZ  OSCXLLATQRS 

Two  distinct  oscillator  types  have  been  evaluated  for  contrasting 
microlattice  strain  fields  developed  due  to  electrode  bonding: 

a.  lateral  field  excitation  mode  crystal  and 

b.  transverse  field  excitation  mode  crystal. 

Lateral  Field  Excitation  Crystal  (Two  Point  Mount) 

The  operating  frequency  of  this  oscillator  (shown  in  Figure  8) 
was  5  MHz.  Its  Q  =  5  x  105  and  the  quality  of  quartz  used  was 
not  the  best.  The  electrode  bonding  was  on  the  top  and  bottom 
surface  of  the  oscillator  crystal  (two  point  mount)  which  was  a 
few  mils  thick.  Figure  9  shows  the  reflection  x-ray  rocking 
curve  topograph  of  the  lateral  field  oscillator.  The 
information  contained  in  this  reflection  topograph  is 
predominantly  from  the  surface  (<  7pm)  of  the  oscillator 
crystal.  Figure  10  shows  the  transmission  x-ray  rocking  curve 
topograph  of  this  oscillator  crystal.  Both  Figure  9  and  10 
clearly  indicate  the  contours  of  the  microlattice  strain  state 
in  the  oscillator  crystal.  The  pattern  of  the  strain  field  seem 
to  strongly  indicate  that  the  solder  and  the  mechanical  contacts 
made  for  electrodes  as  being  the  origin  of  the  strain  field. 


Transverse  Field  Excitation  Crystal  (Three  Point  Mount) 

This  mounting  mode  for  the  oscillator  crystal  is  inherently  less 
vibration  sensitive.  This  oscillator  was  a  high  precision  space 
qualified  resonator  made  of  high  purity  Z-growth  quartz  (low  A1 
inpurity  content)  with  5  MHz  operating  frequency.  Its  microwave 
0  =  2.5  x  10  .  Due  to  low  A1  impurity  content  this  resonator 
has  low  radiation  sensitivity.  For  high  performance 
oscillators: 

typical  microwave  Q  =  2.5  x  10^ 

frequency  stability  f  =  2  x  10  ^/day  or  better 

temperature  dependance  of  f  <  10-^/c 

radiation  sensitivity  <  1  x  1G~ "^/radiation 

Figure  11  depicts  the  high  precision  oscillator  used  in  this 
study,  with  and  without  the  glass  vacuum  encapsulant.  Figure  12 
and  Figure  13  are  two  different  (hkl)  reflection  Berq-Barrett 
x-ray  topographs  obtained  at  different  Bragg  angles  (53°  and  65° 
respectively)  Figure  12  shows  the  gold  electrode  masking  the 
central  area  of  the  oscillator  crystal  while  Figure  13  shows 
information  caning  through  the  gold  electrode  (showing  K  a  -i  and 
K  on  reflections).  This  is  due  to  the  fact  that  the  (hkl) 
reflection  used  in  Figure  13  has  a  much  higher  penetration  depth 
(>  500  A)  in  comparison  to  that  in  Figure  12  (<  500  A). 
Therefore,  if  is  evident  that  by  varying  Bragg  plane  for 
topography  (hkl),  the  interrogation  depth  can  be  routinely 
changed . 

Figure  14  shows  the  DARC  rocking  curve  topograph  of  the  (hkl) 
Bragg  reflection  in  Figure  13.  The  strain  field  is  not  as 
pronounced  as  in  the  lateral  field  oscillator  (section  2.1 
Figures  9  and  10).  It  should  be  noted  at  this  point  that  the 
mounting  of  the  crystals  in  two  cases  was  different  (two  point 
and  three  point).  The  electrodes  in  Figure  8  were  mounted  on 
the  top  and  bottom  surfaces  of  the  crystal.  Where  as  in 
Figure  11,  the  3  electrodes  were  mounted  on  the  sides  of  the 
crystal.  Additionally,  the  thickness  of  the  transverse  mode 
crystal  was  about  1mm  in  ccrtparison  with  lateral  field  crystal 
which  was  only  a  few  mils.  Figure  14  shows  typical  growth 
striations  (dislocations)  and  a  slight  deviation  at  the  points 
where  the  electrode  was  attached  (N-E  Qaadrant). 
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FIGURE  11  Transverse  Field  Excitation  Crystal  With  and  Without 
Glass  Encapsulant. 


FIGURE  12 


FIGURE  13 
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FIGURE  14 


Berg-Barrett  Reflection  Topograph  of  Transverse  Field 
Oscillator  Crystal .  Center  of  Image  Blocked  by  500  A 
Gold  Electrode.  Vertical  Image  Distortion  Due  to’ 
Vertical  Divergence  in  X-ray  Topography  System. 

Bragg  Angle  =  53  deg.  Incidence  Angle  -  0.6  deg. 


Berg-Barrett  Reflection  Topograph  of  Transverse  Field 
Oscillator  Crystal.  Penetration  Depth  far  Below  Go?d 
Electrode.  K  and  K  a  n  Reflections  Seen 
f rcm  Quartz  Substrate.  Bragg  Angle  =  65  deg. 
Incidence  Angle  =  3.7  deg. 
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iRocking  Curve  Topograph  (Half  Width  Map)  of  Reflection 
in  FIGURE  12.  Growth  Striations  Distorted  at  Mounting 
Point. 
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SLAWARY 

III-V  oanpounds,  both  epitaxial  and  bulk,  have  became  very  important  in  the 
development  of  high  speed  devices.  The  performance  of  these  devices  is 
critically  dependent  upon  the  micro-structural  integrity  of  the  materials.  The 
current  study  focuses  on  a  recently  developed  novel  X-ray  diffraction  technique 
which  allows  quantitative,  near-real  time  topographic  mapping  of  crystalline 
micro-lattice  strains.  The  technique  achronymed  DARC  (Digital  Automated  Rocking 
Curve)  topography  is  essentially  non-destructive,  non-intrusi ve  and  non- 
contacting  in  nature. 

DARC  topography  has  been  successfully  used  to  characterize  surface  and  sub¬ 
surface  micro-lattice  strains  in  various  III-V  materials  including  GaAs,  AlGaAs, 
InP,  InGaAs.  Unlike  conventional  X-ray  topographic  techniques  the  DARC 
technique  allows  quantification  and  deconvolution  of  strain  fields  due  to  change 
in  lattice  parameter  and  variation  in  dislocation  density.  Using  2-D  array  X- 
ray  detectors  the  analysis  time  has  been  dramatically  reduced.  Spatial 
resolution  of  ^his  technique  is  currently  lOOum  and  can  be  inproved  to  20um 
using  CCD  X-ray  detectors.  Areas  of  the  order  of  1  inch2  can  be  analyzed 
simultaneously  (in  5  seconds).  The  sanple  size  limitation  can  be  overcame  by 
increasing  the  incident  X-ray  beam  size. 

It  is  anticipated  that  the  use  of  this  system  for  online  characterization 
of  materials  would  result  in  significantly  greater  device  yield,  performance  and 
reliability.  Additionally,  it  will  provide  an  extremely  powerful  analytical 
tool  to  quantify  process  induced  microstructural  changes. 


INIRODLXTION 

III-V  based  semiconductor  materials  are  gaining  significant  stature  in 
contrast  to  silicon  due  to  their  superior  electronic  and  optical  properties. 
Despite  the  maturity  of  silicon  technology,  materials’  property  limitation 
introduce  constraints  on  device  performance.  GaAs  is  one  III-V  ocnpound  that  is 
in  the  forefront  of  the  high  speed,  high  performance  devices  for  military  and 
civil  applications.  High  carrier  mobility  hence  high  device  speeds,  high 
radiation  tolerance,  superior  power  capability  and  high  tenperature  operation 
combine  to  give  the  III-V  family  of  materials  a  distinct  advantage  over  silioon. 
Some  application  areas  for  III-V  compounds  include  ultra-high  speed  oonputers. 


DARC  -  Digital  Automated  Rocking  Curve 


high  efficiency  solar  cells,  microwave  radar,  television  and  satellite 
cammi cat  ions.  In  all  of  these  applications,  the  performance  and  reliability 
of  devices  is  critically  dependent  upon  the  microetructural  integrity  of  the 
amterial . 

In  the  past  three  decades,  several  techniques  have  been  developed  and 
utilized  to  study  materials'  microstructure  and  their  electronic/optical 
properties.  Some  of  these  techniques  include  x-ray  topography,  electron 
microsoopy,  photoluminescence  spectroscopy,  photo-reflectance  spectroscopy, 
ca thodo- 1  urainescence ,  etc.  The  objective  of  measurements  made  with  these 
techniques  is  to  establish  a  clear  correlation  between  materials'  microstructure 
and  properties  and  hence  predict  device  performance. 

The  present  study  focuses  on  a  recently  developed  non-destructive,  non— 
contacting  x— ray  technique  to  monitor  material  microstructure,  ©vis  technique 
called  DARC  (Digital  Automated  Rocking  Curve)  topography[l]  combines  x-ray 
rocking  curve  analysis[2]  with  real-time  diffraction  topography [3].  Several 
investigations [4, 5]  in  the  past  have  utilized  this  technique  to  successfully 
etudy  the  subsurface  microstructural  morphology  of  numerous  materials. 

R0CKIN3  CURVE  TCPOCTtAFHy 

Rocking  curve  analysis  is  implemented  in  the  DARC  system  by  digitizing 
individual  topographs  through  the  image  aoquisition/processing  hardware  depicted 
in  Figure  1.  The  technique  utilizes  the  Berg-Bar  ret  t  experimental  geometry  to 
obtain  X-ray  diffraction  topographs.  Figure  2  depicts  X-ray  optics  involved. 
Specific  (hkl)  reflections  can  be  observed  by  choosing  the  appropriate  geometry. 
The  surface  orientation  is  obtained  by  conventional  Iaue  back— reflection  method. 

Reflection  topogr-  is  obtained  with  the  Berg-Barrett  geometry  are 
registered  on  a  real  time  X-ray  image  intensified 6).  This  image  is  transfered 
to  a  video  imaging  system  and  then  digitized  by  a  video  frame  grabber[7]«  The 
franc  grabbing  (30  frames/sec)  is  done  with  7  bit  resolution  (128  gray  levels) 
on  a  micro— computer  based  system.  A  detailed  description  of  the  experimental 
setup  will  be  presented  in  a  later  section.  Several  images  at  incremental  angles 
of  incidence  are  digitized  and  stored  for  subsequent  analysis.  As  seen  in  Figure 
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Figure  1  Schematic  of  Rocking  Curve  Analyzer 
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Geometry  for  White  Beam  Rocking  Curve 


2  the  specimen  surface  is  placed  at  a  grazing  angle  of  incidence  (0.1  *  5.0 
deg.).  This  provides  an  expanded  area  of  incidence  on  the  sample  by  a  narrow 
beam  of  X-rays(line  source).  Thus  resulting  in  a  Berg-Barrett  reflection  at  the 
appropriate  ,,2-thetaM  position  of  the  imager.  The  imager  typically  has  a  40mm 
diameter  window  at  lOOum  spatial  resolution.  The  diffraction  condition  can  be 
altered  using  a  multi^axis  computer  controlled  goniometer.  One  critical 
condition  that  is  sought  for  rocking  curve  experiments  is  a  "non-skew" 
reflection.  This  implies  that  the  (hkl)  plane  under  observation  be  parallel  to 
the  rocking  axis  or  diffractcmetric  axis.  The  diffractanetric  axis  in  this  setup 
was  aligned  parallel  to  the  incident  beam( vertical).  The  diffractometer  plane 
(normal  to  the  rocking  axis)  was  in  this  case  represented  by  the  horizontal 
plane.  In  order  to  ensure  non-skew  reflection  the  asimuthal  orientation  of  the 
specimen  had  to  be  adjusted  until  the  resulting  reflection  traversed  along  the 
diffractometer  plane(eguitorial/horizontal)  when  the  specimen  was  rocked  about 
the  diffractometer  axis.  The  diffractometer  axis  is  defined  by  a  precisely 
machined  knife  edge  mounted  about  the  specimen  manipulator.  The  specimen  is 
positioned  to  contain  this  diffractometer  axis  on  its  surface.  The 
diffractometer  axis  is  then  positioned  to  bisect  the  incident  beam.  The 
alignment  procedure  enumerated  above  is  critical  for  precise  rocking  curve 
measurements . 

Rocking  curve  topography  involves  the  combination  of  rocking  curve  analysis 
and  diffraction  topography.  The  diffracting  domain  of  a  given  crystal  is 
measured  for  a  set  of  geometric  conditions  and  X-ray  beam  optics.  The 
diffracting  dcmain  of  the  crystal  is  a  measure  of  the  reciprocal  volume  of  the 
crystal.  The  reciprocal  volume  is  in  turn  related  to  the  micro- lattice  structure 
of  the  crystal.  In  general  (kinematic  theory)  the  reciprocal  volume  is  inversely 
related  to  crystal  perfection!  8)  i.e.,  as  the  amount  of  defects  (imperfection) 
increase  the  reciprocal  volume(diffracting  domain)  increases.  However,  for 
special  cases  such  as  thin  epitaxial  films  the  above  generalization  may  not 
hold.  It  will  be  necessary  to  invoke  the  dynamic  theory  of  X-ray  diffraction! 9] 
in  such  cases.  The  measurement  will  still  be  appropriate  but  the  analysis  will 


be  different.  The  current  study  uses  the  kinematic  approach  for  the  analysis, 
^hese  substrates  were  prepared  to  minimize  the  effect  of  surface  gecmetry  on  the 
rocking  curve  measurements.  They  were  ground,  polished  and  lapped  minimal 
surface  curvature. 

Hardware  Description 

The  x-ray  optics  and  dimensions  involved  in  the  DARC  imager  are  shown  in 
Figure  2.  The  incident  beam  is  typically  a  narrow  line  source  and  impinges  on 
the  specimen  surface  at  a  shallow  incidence  angle  (1  -  5°).  The  2-D  digital  x- 
ray  detector  shown  in  Figure  1  has  an  input  window  of  40mm  diameter  and  can  be 
positioned  anywhere  on  the  diffractometer  circle.  This  position  is  a  function 
of  the  diffraction  vectors  which  in  turn  depend  on  the  incident  x-ray  wavelength 
and  lattice  parameter  of  the  specimen.  Typically  the  incident  x-ray  wavelength 
can  be  anywhere  between  (0.5  -  5  Angstroms).  Depending  on  the  x-ray  source,  the 
upper  and  lower  limits  of  the  wavelength  can  be  exceeded.  The  x-ray  wavelength 
used  in  this  system  was  an  average  of  1.54178  Angstrom s  (+  0.005  Angstroms) 
which  include  and  Cu  radiation.  The  diffracted  image  is  recorded  by  the 
2-D  detector.  This  image  is  then  digitized  and  stored  in  the  computer  memory 
through  an  image  processor.  The  specimen  is  rocked  through  its  entire 
diffraction  domain  with  the  2-D  detector  recorder  at  any  desired  resolution. 
The  resolution  can  be  controlled  by  varying  the  rocking  speed  (angular  velocity) 
of  specimen  an!  the  time  between  frame  grabs  in  the  image  processor.  Figure  1 
depicts  the  schematics  of  the  x-ray  image  detection  and  manipulation  hardware. 
The  gonicmeter  (manipulator)  is  typically  equiped  with  6  degrees  of  freedom. 
The  translation  resolution  is  0.1un  and  the  rotation  resolution  is  0.1  arc  sec. 
These  are  controlled  by  piezo-electric  translators  and  optical  encoders  for 
precision.  A  prototype  of  the  DARC  imager  is  depicted  in  Figure  3. 


Software  Design 

1.  Grab  Image 

2.  Store  in  memory,  rotate  specimen 


Figure 


3a  Side  view  of  the  DAFC  lugger . 


Figure  3b  Tbp  view  of  the  D WC  linage r . 
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Reflection  Topograph  frcra  AlGaAs/GaAs 
ng  Ka]_  ,  K  a2  Reflections  of  Both  E£>i  and 
rate.  Pseudo  Color  Image. 


3.  Repeat  steps  1  t  2  to  oover  entire  diffracting  domain  with  sufficient 
tail  on  either  side  of  the  reciprocal  spot. 

4.  Catpute  e  r  (Bragg  peak  position),  B  (Bragg  peak  broadening)  and  1, 

Integrated  Intensity  (area  under  diffraction  profile)  for  each  pixel  in 
the  field  of  view. 

5.  Display  eB,  6  a  I  as  a  function  of  topography. 

6  B  Hap  -  Bragg  peak  position  map 

B  Map  -  Rocking  Curve  Halfwidth  (FWHM)  map.  FWHM  -  Full  Width 
at  Half  Maximum. 

I  -  Integrated  Intensity  Map  -  in  case  of  epitaxial  films, 

provides  the  film  thickness  as  a  function  of  topography. 

PARC  Imager  Data  Display  Scheme 

The  critical  feature  in  the  display  of  the  enormous  volume  of  data 
generated  by  the  DARC  Imager  is  the  use  of  pseudo-color  to  depict  the  3rd 
dimension.  In  this  case  the  3rd  dimension  was  the  x-ray  intensity  and  the 
reciprocal  space  parameters.  The  pseudo-color  maps  provide  an  easy  to  interpret 
and  discern  oontour  naps  of  the  micro-lattice  inhonogenietics  present  in  various 
crystalline  materials. 

RESULTS  AND  DISCUSSIONS 

Figure  4  depicts  the  (004)  reflection  fran  the  AlGaAs/GaAs  specimen.  The 
reflection  topograph  was  obtained  from  an  unmonochromated  Cu  K  incident 
radiation.  Pseudo-color  was  used  to  accentuated  the  intensity  oontouring  in  the 
image.  The  intensity  profile  obtained  along  the  cursor  line  is  indicative  of 
the  color  scale  correspondence  with  actual  x-ray  intensity. 

Figure  5  is  the  entire  rocking  curve  experiment  performed  on  the  80x80 
pixels  window  shown  in  Figure  4.  As  the  specimen  is  rocked  incrementally  about 
the  rocking  axis  the  reflection  topograph  goes  through  maxima  at  each  pixel.  In 
this  case,  it  would  be  expected  that  each  pixel  would  have  four  maxima 
corresponding  to  K^,  reflections  of  both  epi  and  substrate.  Figure  6  shows 
the  analysis  results  from  the  80x80  pixel  rocking  curve  experiment  along  the 
horizontal  axis.  Bragg  peak  broadening  naps  shows  band  structure  of  halfwidth 
(snail  magnitude  of  variation)  possibly  due  to  growth  striation  that  is  typical 


Figure  5  Rocking  Curve  Experiment  on  AlGaAs/GaAs  Specimen,  (004) 
Reflection.  Angular  Increment  from  Left  to  Right  and 
Top  to  Bottom. 
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Figure  6  Rocking  Curve  Analysi*  of  BOxBO 


in  such  materials.  It  is  worthwhile  to  note  at  this  point  that  the  rocking 
curve  analysis  was  performed  only  on  the  Kaj,  peak  of  GaAs  for  simplicity. 
However,  in  practice,  each  of  the  resolvable  peaks  can  be  used  of  the  analysis. 
Use  of  the  double  crystal  diffractometer  with  incident  beam  monochranation  will 
greatly  enhanoe  resolution  in  the  rocking  curve  analysis.  OTie  present  study, 
uspH  a  conventional  x-ray  generator  and  was  limited  by  the  reduced  x-ray  beam 
intensity  caused  by  monochranation.  On  the  other  hand,  this  limitation  can  be 
overcome  by  utilizing  a  high  power  x-ray  source  (rotating  anode).  Figure  7 
shows  the  rocking  curve  results  frcm  a  40x40  pixels  sarrple  window.  This  figure 
also  depices  the  rocking  curve  profiles  for  individual  pixels  along  the  cursor 
line  indicated.  Shift  in  Bragg  peaks  for  each  pixel  is  indicative  of  elastic 
strain  in  naterial  along  the  horizontal  axis. 

CONCLUSIONS 

Rocking  Curve  topography  has  been  used  to  successfully  study  III-V  compound 
semiconductors.  The  resolution  of  the  technique  needs  to  be  improved.  Ttiis  can 
be  accomplished  by  utilizing  a  high  intensity  x-ray  source  and  a  highly 
monochrcroated  incident  x-ray  beam.  2-D  rocking  curve  topography  offers  a  rapid 
tool  for  quantifying  subsurface  microstructure  in  III-V  ocnpound  semiconductors. 
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ABSTRACT:  X-ray  rocking  curve  analysis  is  emerging  as  a  powerful 
technique  for  quantifying  micro-lattice  strain  state.  Ananthanarayanan, 
etal.  (1986-1987)  in  the  past  have  clearly  demonstrated  the  efficacy  of 
this  technique  for  characterizing  surface  microstructural  quality.  The 
present  study  utilizes  x-ray  rocking  curve  topography  to  estimate 
process  induced  microstructural  damage  in  materials  such  as  GaAs  and 
GaP.  These  materials  are  currently  being  used  for  sophisticated 
acousto— opt ic  devices.  Their  surface/subsurface  strain  state  is 
critical  to  device  fabrication  (transducer  bonding)  and  performance. 
Several  surface  conditions  obtained  by  varying  the  grinding/polishing 
grit  size  and  Brinell  hardness  indentation  have  been  evaluated  by  the 
digital  automated  rocking  curve  (DARCj  topography  technique.  The  2-D 
topographic  maps  of  Bragg  peak  shift,  Bragg  peak  broadening  and  Bragg 
peak  integrated  intensity  have  been  used  to  discern  grcwn-in  and  process 
induced  microstructural  inhcmogenieties.  The  DARC  technique  is  amenable 
to  advanced  computing  and  artificial  intelligence  (AI)  environments. 
Both  research  and  production  oriented  application  will  significantly 
benefit  from  such  a  tool.  Currently  the  entire  analysis  for  a  1"  wafer 
requires  about  5  minutes  at  lOOytm  spatial  resolution  with  a  personal 
computer  based  system. 


1.  hotoxjcttcn 

Berg-Barrett  (1945)  x-ray  diffraction  topography  is  a  fairly  popular  tool 
for  evaluating  single  crystal  microstructure.  This  technique  is  highly 
sensitive  to  microstructure  and  fairly  rapid  in  execution.  Several 
modifications  to  this  technique  have  been  developed  to  improve  spatial  and 
defect  resolution  such  as  ACT  (Asymmetric  Crystal  Topography)  by  Green, 
etal.  (1976)  and  Double  Crystal  topography  by  Bonze  (1958).  Typically  with 
higher  spatial  resolution  the  diffracted  beam  intensity  diminishes  and  so 
requires  long  data  acquisition  times.  This  study  utilizes  the  state-of- 
the-art  modification  to  the  Berg-Barrett  topography  called  rocking  curve 
topography.  This  technique  has  been  used  to  monitor  process  induced 
microstructural  damage.  Surface  grinding/polishing  and  single  point  Brinell 
hardness  indentation  have  been  used  to  simulate  process  damage. 

2.  ROCKING  CURVE  TOPOGRAPHY 

Rocking  curve  topography  involves  the  combination  of  rocking  curve  analysis 
and  diffraction  topography.  The  diffracting  dcmain  of  a  given  crystal  is 
measured  for  a  set  of  geometric  conditions  and  x-ray  beam  optics.  The 
diffracting  dcmain  of  the  crystal  is  a  ireasure  of  the  reciprocal  volume  of 
the  crystal.  The  reciprocal  volume  is  in-turn  related  to  the  micro-lattice 
structure  of  the  crystal.  In  general  (kinematic  theory)  the  reciprocal 


volume  is  inversely  related  to  crystal  perfection  i.e.,  as  the  amount  of 
defects  (imperfections)  increase  the  reciprocal  volume  (diffracting  danain) 
increases.  However,  for  special  cases  such  as  thin  epitaxial  films  the 
above  generalization  will  not  be  valid.  It  will  be  necessary  to  invoke  the 
dynamic  theory  of  x-ray  diffraction  in  such  cases.  The  measurement  will 
still  be  appropriate  but  the  analysis  will  be  different.  The  current  study 
uses  the  kinematic  approach  for  the  analysis.  These  substrates  were 
prepared  to  minimize  the  effect  of  surface  geometry  on  the  rocking  curve 
measurenents.  They  were  ground,  polished  and  lapped  with  minimal  surface 
curvature . 

Ananthanarayanan  and  Trivedi  have  presented  a  detailed  description  of  the 
hardware  and  software  involved  in  digital  rocking  curve  topography. 

3.  RESULTS  &  DISCUSSIONS 

Figure  1  depicts  the  rocking  curve  topograph  obtained  from  a  GaP  crystal 
with  (111)  surface  orientation  and  two  Brinell  hardness  indentations  at 
60kg  preload.  The  series  of  Berg-Barrett  topographs  (over  0.5  rocking 
angle  range  at  0.1°  interval)  show  the  image  contrast  obtained  with  the 
conventional  technique.  Immediately  belcw  this  series  of  topographs  is  the 
x— ray  rocking  curve  half— width  map  obtained  by  analyzing  the  entire  rocking 
range  of  the  GaP  crystal.  The  enhanced  contrast  due  the  the  local 
disturbance  in  the  crystal  lattice  state  (microstructure)  is  evident.  The 
3— D  perspective  view  of  the  rocking  curve  topograph  also  shows  the  crystal 
dimensions.  The  entire  rocking  curve  analysis  for  this  specimen  took  no 
longer  than  40  secs. 

Figure  2a  depicts  the  rocking  curve  profiles  obtained  from  a  GaAs  (  (100) 
surface  orientation)  sample  subjected  to  varying  surface  damage  (by 
grinding)  showing  the  K  alpha  1  and  K  alpha  2  peaks  for  individual  pixels. 
The  cleaved  surface  was  used  as  the  starting  surface  for  measuring  grown-in 
defect  density.  This  surface  was  then  ground  with  several  grinding  grit 
sizes  (40um,  15pm,  9pm,  3|um,  0.3|um).  The  rocking  curve  measurements  were 
made  over  the  entire  specimen  at  100pm  spiatial  resolution  and  the  mean 
value  over  10  X  10  pixels  was  computed  to  obtain  the  etror  bar  at  each  data 
point  in  Figure  2b  which  shows  the  sensitivity  of  the  rocking  curve  half 
width  (unmonochrcmated)  to  surface  grind. 

In  conclusion,  the  combination  of  the  conventional  2-D  Berg-Barrett 
topography  with  rocking  curve  analysis  through  digital  data  acquisition  and 
image  processing  yields  significantly  enhanced  defect  contrast  both  grown- 
in  as  well  as  process  induced.  The  non— destructive,  non— contacting  nature 
of  this  technique  is  the  paramount  advantage  both  in  the  production  and 
research  environments. 


Figure  1:  GaP  (331)  Berg-Barrett  Topographs,  Rocking  Curve  Half-width 
Map  of  Brinell  Hardness  Indentations  Cu  Radiation. 
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3pm  Surface  Grind 
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Figure  2a:  Rocking  Curve  Pixel  Profile  GaAs  (331)  Cu  Radiation. 


Figure  2b:  GaAs  (331)  Rocking  Curve,  Cu  Radiation. 
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SUMMARY 


There  is  a  considerable  body  of  work  available  illustrating  the 
significance  of  X-ray  rocking  curve  measurements  in  nucro^Afe^5°n^<' 
applications.  For  the  first  time  a  high  reso1^0^  (1.°°~ 
2-dimensional  technique  called  DARC  (Digital  Automated  Rocking  Curve) 
topoqraphy  has  been  implemented.  This  method  is  an  enhancement  of  the 
conventional  double  crystal  diffractometer  using  a  real  time 
2-dimensional  X-ray  detector. 

Several  materials  have  been  successfully  examined  using  DARC 
topography.  Seme  of  these  include:  Si,  GaAs,  AlGaAs,  InGaAs,  HgMn^r 
AlVlnconel,  steels,  etc.  By  choosing  the  appropriate  Bragg  reflection 
multi- layered  micro-electronic  structures  have 

destructively.  Several  epitaxial  films,  including  HgCdTe  and  ZnCdTe, 
qrown  by  nolecular  beam  epitaxy,  have  also  been  characterized  using 
DARC  topography.  The  rocking  curve  half  width  maps  can  be  transited 
to  dislocation  density  maps  with  relative  ease.  This 
allows  the  deconvolution  of  the  micro-plastic  lattice  strain  catponent 
fran  the  total  strain  tensor. 


BACKGROUND 


X-ray  diffraction  techniques  for  surface  and  nea.r~sur 
microstructure  characterization  have  shown  enormous  potential.  These 
techniques  have  been  developed  over  the  past  three  f°uJl 
They  have  been  principally  qualitative  in  nature  up  until  the  recent 
past.  The  advent  of  digital  X-ray  detectors  has  clearly  spurred  these 
techniques  into  prominence. 

Photographic  films  and  emulsions  were  the  roost  popular  method  of 
recording  X-ray  diffraction  events.  Lately,  however,  digital  X-ray 
Srs  aTe  slowly  but  surely  Usplacing  film  in  nunnarous 
abdications.  The  digital  detectors  include:  point  counters,  linear 
array  detectors  and  2-dimensional  detectors.  The  2-dimensional 
detectors  appear  to  be  most  versatile  and  effective  for  real  time 
X-ray  imaging.  They  have  been  successfully  used  for  X-ray  radiography 
and  diffraction  in  several  varied  abdications. 

Sate  of  the  pioneering  work  in  the  application  of  2-dimensional  X-ray 
detectors  has  been  conducted  by  Green  et  al.[l].  This  work  has  been 
directed  towards  radiography,  topography  and  transmission  Laue 
diffraction.  Green  et  al.  have  also  used  the  2-dimensional  X-ray 
imaging  system  to  qualitatively  record  the  diffracting  domain  (rocking 
curve)  of  single  crystals[2].  This  group  has  conducted  extensive 
experimentation  in  various  metallurgical  and  crystallographic 
chenenena  utilizing  real  time  X-ray  imaging: 3).  Their  work  has  lead 
to  the  wide  acceptance  of  the  2-dimensional  X-ray  imaging  device  for 
recording  X-ray  diffraction  events  in  a  nultitude  of  applications.  Of 
specific  interest  currently  is  its  application  for  X-ray  rocking  curve 
analysis  and  surface/subsurface  micro-lattice  strain  mapping. 
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In  recent  years  Weissman  et  al.[4]  have  used  a  unique  technique  for 
recording  and  mapping  micro-lattice  strain  state  using  X-ray  rocking 
curve  analysis.  This  group  originally  utilized  a  cylindrical 
photographic  film  to  record  the  intersections  of  the  Ewald  sphere  and 
the  reciprocal  lattice.  The  analog  film  was  replaced  by  linear  array 
detectors  to  enhance  digitization  of  the  data.  This  system  acronymed 
CARCA  (Computer , Aided  Rocking  Curve  Analyzer)  has  already  been 
discussed  in  great  detail [5,6].  The  limitation  of  the  CARCA  system  is 
the  enormous  data  acquisition  time  required. 

EXPERIMENTAL  PROCEDURE 

The  present  study  involves  recording  the  reciprocal  space  volume  using 
2-dimensional  X-ray  image  detectors [7-9].  The  2-dimensional  imaging 
system  used  is  based  on  multi-stage  X-ray  image  intensifier  and 
digital  inan^  processor  technologies  shown  in  Figure  1. 

Figure  2  shows  the  schematics  of  the  experimental  setup  used  for  the 
white  beam  X-ray  rocking  curve  topography. 

The  incident  beam  impinges  on  the  specimen  at  a  shallow  angle  (1-8°). 
This  allows  the  entire  sample  surface  to  be  irradiated  by  the  narrow 
incident  beam.  The  diffraction  geometry  for  the  reflection  topography 
is  shown  in  Figure  3.  The  specimen  is  rocked  about  an  axis  contained 
on  the  specimen  surface.  The  rocking  is  performed  in  precise  step 
wise  increments  (miniimm  of  0.1  arc  sec)  and  the  reflection  topograph 
digitally  recorded  at  each  step  increment.  The  detector  placed  at  the 
appropriate  29  can  record  topographs  of  any  desired  (hkl) 
reflection  from  the  crystal.  Typical  values  of  X-ray  rocking  curve 
half  widths  measured  using  white  beam  rocking  curve  topography  range 
from  0.05  -  1°.  At  this  point  it  should  be  recognized  that  by 
monochromating  the  incident  beam,  the  rocking  curve  half  width 
resolution  can  be  inproved  at  least  two  orders  of  magnitude.  This  has 
been  established  by  many  investigators  in  the  past[10-12],  however, 
white  beam  X-ray  rocking  curve  topography  used  in  this  study  gives 
reliable  contour  maps  of  the  variation  of  X-ray  rocking  curve  half  „ 
width.  The  X-ray  source  used  in  this  study  was  a  very  lew  power  unit 
and  hence  required  the  direct  incident  beam  (white  beam)  without  beam 
attenuation  which  invariably  accompanies  the  process  of  mono- 
chrcmation. 

•• 

Oice  the  entire  reflecting  dcinain  has  been  recorded  every  individual 
pixel  is  analysed  for  rocking  curve  half  width,  Bragg  peak  shift  and 
integrated  intensity.  This  analysis  is  conducted  on  the  image  data 
stored  in  the  oenputer.  A  powerful  image  processing  system  performs 
this  pixel  by  pixel  analysis  through  DMA  (direct  irenory  access).  The 
results  of  the  X-ray  rocking  curve  half  width  and  the  Bragg  peak  shift 
are  displayed  topographically  for  each  pixel.  Thus  a  measure  of  the 
reciprocal  lattice  vector  can  be  obtained  for  the  entire  specimen 
surface.  The  entire  analysis  can  now  be  perforaed  within  5  secs  for  a 
20nm  X  20mm  area  at  100-150pn  spatial  resolution. 
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FIGURE  1 


Digital  2-Dimensional  X-ray  Imaging  System  with 
3  Stage  X-ray  Image  Intensifier. 


Rocking  Axis 


V 


FIGURE  3  Diffraction  Geometry  for  White  Beam  Rocking  Curve 
Topography. 
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BRAG 3  PEAK  SHIFT  MAP 


BRAGG  PEAK  BROADENING  MAP 


FIGURE  4b  Rocking  Curve  Topographs  of  the  above  NaCl  Crystal. 
(Displays  in  Figure  4  and  5  are  in  color) . 
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BRAGG  PEAK  SHIFT  MAP 


BRAGG  PEAK  BROADENING  MAP 


MIN  MAX 


FIGURE  5  ZnCdTe  EPI/InSb  (111)  Substrate  Grown  by  MBE. 

(010)  Reflection,  Cu  K  Radiation,  2-Theta  =  57.5° 
Incidence  Angle  5°-70 

(Angular  Increment)  between  Frames  «  .05° 


RESULTS  AND  DISCUSSION 

Figure  4a  shows  the  (510)  reflection  rocking  curve  analysis  from  a 
NaCl  crystal  with  a  Brinel  hardness  indentation.  This  indentation  was 
made  with  a  70kg  preload.  The  Bragg  peak  broadening  shown  in 
Figure  4b  clearly  indicates  the  dislocation  distribution  around  the 
indentation.  The  strain  anisotropy  along  the  (110)  directions  can 
also  be  seen.  In  contrast  to  the  rocking  curve  half  width  map,  the 
peak  shift  map  has  little  correlation  with  the  hardness  indentation. 
This  is  reasonable  because  the  effect  of  the  indentation  on  the 
lattice  parameter  map  (Bragg  peak  shift  map)  is  minimal.  „ 

Figure  5  depicts  the  rocking  curve  topograph  from  a  ZnCdTe 
epitaxy/InSb  substrate  grown  by  molecular  beam  epitaxy  (MBE).  This 
topograph  shows  dislocation  -tiiations  formed  either  by  the  growth 
process  and/or  by  twinning  in  the  substrate.  These  striations  have 
definite  crystallographic  orientation.  Further  analysis  is  required  to 
accurately  determine  the  origin  of  this  pattern.  Cd.95Zn.05Te  layers 
were  grown  by  MBE  on  a  {100}  InSb  substrate.  Conposition  of  the  alloy 
layers  was  set  by  adjusting  the  temperatures  of  two  effusion  cells, 
one  containing  polycrystalline  GJTe,  other,  elemental  Zn.  Additional 
details  of  substrate  surface  preparation  and  growth  conditions  are 
given  elsewhere[13  J. 

In  conclusion  DARC  topography  technique  provides  quantitative 
information  about  the  micro- lattice  strain  inhamogenieties  in  various 
crystalline  materials,  these  maps  of  the  Bragg  peak  shift,  Bragg  peak 
broadening  can  be  translated  to  appropriate  micro-lattice  strain  maps. 
The  integrated  intensity  under  each  pixel  can  also  be  used  to 
determine  epitaxial  film  thickness.  The  DARC  technique  is  highly 
*  amenable  to  automation  and  on-line  production  applications. 
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Synopsis 

Defect  morphology  and  distribution  up  to  depths  of  20um  have  been 
shown  to  be  critical  to  device  performance  in  micro-electronic 
applications.  A  unique  and  novel  x-ray  diffraction  method  called  DARC 
(Digital  Automated  Rocking  Curve)  topography  has  been  effectively 
utilized  to  map  crystalline  micro-lattice  strains  in  various 
substrates  and  epitaxial  films.  The  spatial  resolution  of  this 
technique  is  in  the  the  order  of  XOOum  and  the  analysis  time  for  a 
2cm2  area  is  about  10  secs.  DARC  topography  incorporates  state-of- 
the-art  1-dimensional  and  2-dimensional  X-ray  detectors  to  modify  a 
conventional  Double  Crystal  Diffractometer  to  obtain  color  x-ray 
rocking  curve  topographs. 

This  technique,  being  non-destructive  and  non-intrusive  in  nature,  is 
an  invaluable  tool  in  materials'  quality  control  for  IR  detector 
fabrication.  The  DARC  topographs  clearly  delineate  areas  of  micro¬ 
plastic  strain  inhomogenie ty.  Materials  analyzed  using  this  technique 
include  HgMnTe,  HgCdTe,  BaF2  ,  PbSe,  PbS  both  substrates  and  epitaxial 
films.  By  varying  the  incident  x-ray  beam  wavelength  the  depth  of 
penetration  can  be  adjusted  from  a  1-2  micron  up  to  15-20um.  This  can 
easily  be  achieved  in  a  synchrotron. 


Background  I I -VI  Characterization  and  Use 

IX -VI  compound  semiconductors  form  a  major  family  of  Compounds  for 
advanced  IR  device  applications.  These  include  both  active  (laser 
generators)  and  passive  (detector)  devices.  The  compounds  of  interest 
may  vary  anywhere  from  a  binary  alloys  to  complicated  multi- 
constituent  epitaxies  and  heterostructures.  The  metallurgy  involved 
in  the  crystallization  of  many  of  these  multi-constituent,  multi-layer 
materials  is  extremely  complicated.  Consequently,  these  materials 
tend  to  have  higher  defect  structures  than  a  single  element  material. 
Nevertheless,  the  consistency  of  any  microscopic  (electrical  and 
mechanical)  property  is  directly  a  function  of  the  microlattice  strain 
state.  Hence  there  is  increasing  need  for  a  quantitative,  non¬ 
destructive  microstructural  characterization  technique. 
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Over  the  past  three  decades  X-ray  diffraction  and  topography 
techniques  have  emerged  as  sturdy  tools  for  rapid  quality  control  of 
crystalline  materials(l) .  X-ray  reflection  topography  has  regained 
prominence  in  the  recent  past(2).  This  technique  lacked 
quantification.  Several  attempts  were  made  to  digitize  the 
photographic  records  of  the  diffraction  events.  Although  these 
efforts  yielded  excellent  results,  they  were  unsuitable  for  rapid 
surface  characterization  required  under  production  environments.  This 
limitation  affects  the  data  collection  abilities  for  research 
environments  as  well. 

The  use  of  electronic  X-ray  detectors  is  becoming  increasingly  popular 
in  the  field  of  X-ray  diffraction.  These  detectors  include:  point 
counters,  linear  array  detectors  and  2-dimensional  array  detectors. 
The  principal  detector  used  in  this  study  is  a  2-dimensional  X-ray 
detector.  Several  studies (3-4)  have  Clearly  established  the  use  of 
2-dimensional  X-ray  detectors  for  real  time  topographic  inspection  of 
various  metallographic  microstructures ( 5-11) .  The  current  study 
utilizes  2-dimensional  X-ray  detectors  to  quantitatively  map  micro¬ 
lattice  strain  state  in  II-VI  materials. 


EXPERIMENTAL  METHODOLOLGY 

The  technique  used  for  surface  characterization  is  known  as  X-ray 
rocking  curve  topography(6) .  The  diffraction  geometry  used  is  shown 
in  Figure  1. 

The  X-ray  beam  incident  on  the  sample  was  not  monochromated  hence  it 
contained  Kai  /  Ka2  »  K$  and  some  amount  of  Brehms tralung.  The 
presence  of  other  wavelengths  cause  multiple  reflections  (Kai  ,  Ka2  , 
K  5  )  and  background  noise.  The  signal  to  noise  ratio  and  geometric 
divergence  parameters  diminish  dramatically  with  increasing 
monochromation.  Multiple  crystal  diffractometers  can  be  used  to 
achieve  this (12). 

The  current  study  utilized  no  monochromators  at  all(13).  Without 
monochromators  the  angular  resolution  of  the  micro-lattice 
misorientations  achievable  is  limited.  The  specimen  is  then  rocked 
(stepped)  through  its  diffraction  domain  and  every  intersection  of  the 
Ewald  sphere  and  the  reciprocal  lattice  spot  is  recorded  digitally. 
By  tracking  the  X-ray  intensity  of  each  pixel,  it  is  possible  to 
record  integrated  pixel  intensity,  pixel  rocking  curv#  half  width  and 
pixel  Bragg  peak  shift.  Using  these  measurements  the  lattice 
parameters,  dislocation  density  and  epi-film  thickness  can  be 
individually  computed. 

Figure  2  depicts  the  schematics  of  the  rocking  curve  topography  system 
and  its  configuration. 

Figure  3  depicts  the  typical  white  beam  rocking  curve  experiment 
performed  on  a  VPE  grown  CdKnHgTe  Epi/CdMnTe  substrate.  Angle  of 
incidence  was  about  3-5o  and  the  reflection  topograph  was  obtained  at 
about  54°  two-theta.  The  reflection  was  fouqd  to  be  the  001  type. 
The  angular  increment  between  each  frame  was  0.1.  Progressive  frames 
begin  left  top  comer  and  proceed  right  through  the  first  row  on  to 
the  second  row  (beginning  left  hand  side  again).  The  black  and  white 
images  are  translated  to  pseudo-color  images  and  each  pixel  is  tracked 
for  intensity.  Rocking  curve  half  width  for  each  pixel  is  obtained 
and  displayed. 
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F.g  1  oiffraction  geometry  for  white  beam  rocking  curve  topography 
OIGITAL  AUTOMATED  ROCKING  CURVE  TOPOGRAPHY 


Fig.  2 


Schematic  of  the  Rocking  Curve  Topography  System. 


Fig.  4  Rocking  Curve  Topography  of  CdMnHgTe  Epi/CdMnTe 
Substrate,  (100)  Type  Reflection. 


Fig.  5  Rocking  Curve  Topography  of  CdMnHgTe  Ep./CdMnTe 
Substrate.  (100)  Type  Reflection,  on  the  Back  Side. 
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Figure  4  is  the  rocking  curve  topography  of  the  CdMnHgTe  Epi/CdMnTe 
substrate.  This  topograph  clearly  shows  subgrain  structure  in  the  VPE 
film.  This  film  was  about  250  urn  thick.  The  damaged  area  towards  the 
edge  of  the  speciment  is  also  evident. 

Figure  5  is  the  rocking  curve  topograph  of  the  back  side  (CdMnTe 
substrate)  of  the  sample  in  Figure  4.  The  substructure  of  the 
substrate  is  almost  identical  to  the  epi  film.  Also  the  fractured 
piece  (which  was  removed  for  Figure  4)  is  clearly  seen. 

The  epi  substructure  seems  to  identically  duplicate  that  of  its 
substrate.  In  conclusion  the  following  features  can  be  quantified 
using  rocking  curve  topographs. 

1.  Deformation  at  specimen  edges. 

2.  Cracks  and  microscopic  discontinuities. 

3.  Subgrain  structure. 
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ABSTRACT 

This  study  presents  a  unique  and  novel  enhancement  of  the  double 
crystal  diffractometer  which  allows  topographic  mapping  of  X-ray 
diffraction  rocking  curve  half  widths  at  about  100-150ym  spatial 
resolution.  This  technique  can  be  very  effectively  utilized  to  map 
micro-lattice  strain  fields  in  crystalline  materials.  The  current 
focus  will  be  on  the  application  of  a  recently  developed  digital 
implementation  for  the  rapid  characterization  of  defect  structure 
and  distribution  in  various  semiconductor  materials. 

Digital  Automated  Rocking  Curve  (DARC)  topography  has  been 
successfully  applied  for  characterizing  defect  structure  in 
materials  such  as:  GaAs,  Si,  AlGaAs,  HgMnTe,  HgCdTe,  CdTe,  Al, 
Inconnel,  Steels,  BaF2j  PbS,  PbSe,  etc.  The  non— intrusive  (non—  ~ 
contact  &  non-destructive)  nature  of  the  DARC  technique  allows  its 
use  in  studing  several  phenomena  such  as  corrosion  fatigue, 
recrystallization,  grain  growth,  etc.,  in  situ.  DARC  topography  has 
been  used  for  isolating  regions  of  non-uniform  dislocation  density 
on  various  materials.  It  is  envisioned  that  this  highly 
sophisticated,  yet  simple  to  operate,  system  will  Improve 
semiconductor-device  yield  significantly. 

The  high  strain  sensitivity  of  the  technique  results  from 
combination  of  the  highly  monochromated  and  collimated  X-ray  probe 
beam,  the  state  of  the  art  linear  position-sensitive  detector  (LPSD) 
and  the  high-precision  specimen  goniometer. 

INTRODUCTION 

X-ray  diffraction  and  radiography  have  been  important  tools  for  non¬ 
destructive  materials'  evaluation.  A  drawback  in  the  entire  field 
has  been  the  lack  of  high -resolution  direct  X-ray  imaging  systems. 
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The  authors  have  developed  under  past  and  present  DOD  sponsorship  a 
highly  advanced  real-time  digital  2-D  X-ray  imaging  syste“*  Some 
design  details  and  descriptions  of  this  system  are  also  presented 

here. 

Several  X-ray  diffraction  techniques  have  been  developed  over  the 
palt  four  decades  for  examining  surface  and  sub-surface  crystal 
microstructure  [1].  These  techniques  have  been  principally  limite 
by  the  detector  technology  utilized  in  their  imp of-T/con nters 

Photographic  film  and  the  scintillation/proportionalpointcounters 

have  been  the  most  popular  X-ray  detectors  ««d  £arf‘or  Tata 

detectors  require  phenomenally  long  periods  of  tim 
acquisition  and  have  hence  been  tedious  to  use. 

X-rav  detection  has  been  revolutionized  with  the  advent  of  the 
unique  new  high  resolution  1-D  (linear)  and  2-D  (spatial)  X-ray 
array  detectors  in  combination  with  the  powerful  new  micro  computer 
technology.  The  1-D  X-ray  detector  is  based  on  the  linear  ?  x_ 
sensitive  detector  technology.  Recent  research  has  extended  theX 
rav  detectors  to  the  2-D  arrays  which  are  based  on  the  CCD  &  X  ray 

image  inlensifier  technology  [2].  These  2-D  detectors  h 

similar  spatial  resolution  as  the  1-D  detectors  (100-150  microns). 
The  power  and  analytical  ability  of  several  of  these  X  r  y 
diffraction  techniques  have  been  amply  demonstrated  by  numerous 
investigators.  Some  of  these  techniques  include.  X  ray 

diffractometry  [1],  X-ray  topography  [3],  X'ray  f f^te!y  ^led 
analvsis  [4]  etc.  These  techniques  can  be  effectively 
to  qu.ctlt.tlvel,  measure  the  micro-lattice  strain  state  in 
crystalline  materials.  The  focus  of  the  present  study  is  X  ray 
rocking-curve  analysis.  This  technique  has  been  successfully 

utilized  to  map  micro-plastic  and  micro-eiastic  strain  in  various 

substrates  and  epitaxial  films  namely;  GaAs,  AlGaAs,  HgCdTe,  CdTe, 
PbSe . 

Some  of  the  pioneering  work  in  quantitative  rocking ^curve ^analysis 
was  done  by  S.  Weissmann  et  al.  [4]  at  Rutgers  University.  This 
group  initially  utilized  photographic  film  and  photodensitomete: r  i  t 
Implement  rocking-curve  anelysls.  The  £11.  has  tecentlybeen 
replaced  by  a  linear  positionr-sensitive  detector  [5].  The  state 
the-art  2-D  X-ray  digital  detector  has  also  been  used  by  the  authors 

in  this  study [6]. 

EXPERIMENTAL  METHODOLOGY 

The  principal  X-ray  tool  to  be  used  in  the  investigation  is  a 
computerized  double crystal  diff ractomenter  developed  in  great part 
with  prior  DOD  funding[7-10].  This  method,  called  *he 
AidedRocking  Curve  Analyzer  (CARCA),  was  pioneered  at  Rutgers 
diversity  over  "the  pa"st  few  years[8-9]  and  has  been  shown  to  be 
of  immense  use  in  the  determination  of  plastic  strain  r 
in  both  single crystal  and  polycrystalline  materials 18-II].  Since 
this  method  is  unique  and  has  only  recently  been  disclosed  in  the 
literature,  discussions  of  the  method  and  its  applications  will  be 
presented  here. 
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Low  dislocation 


Figure  1.  Schematic  drawing  showing  the  anticipated  rocking  curves 
for  (a)  grains  with  uniform  distribution  exhibiting  a 
sub  grain  boundary,  and  (c)  annealed  grains  with  low 
excess  dislocation  density. 


The  method  is  based  on  the  double  crystal  diffractometer  in  the 
(+n,-n)  parallel  arrangement.  A  monochromatic  beam  is  produced  by 
reflection  from  a  (111)  oriented  Si  crystal.  After  the 
component  is  removed  by  the  use  of  a  long  collimator  and  slit 
system,  the  highly  monochromatic  beam  impinges  on  the  test  crystal. 
The  test  crystal  is  then  rotated  (or  rocked)  through  its*  reflecting 
range  and  its  intensity  versus  angular  position  is  recorded.  The 
rocking  curve  thus  obtained  is  highly  sensitive  to  the  perfection  of 
the  lattice  producing  it  as  shown  schematically  in  Figure  1.  A 
relatively  perfect  region  produces  a  sharp  reflection  with  a  narrow 
reflecting  range  indicated  by  a  small  B  value  (total  width  at  half 
maximum  intensity).  If  plastic  deformation  occurs,  an  excess  number 
of  dislocations  of  one  sign  are  produced.  If  these  are  uniformly 
distributed,  the  rocking  curve  is  broadened;  but  if  the  excess 
dislocations  are  non-unif ormly  distributed  a  multipeaked  rocking 
curve  is  produced. 

If  the  rocking  curves  can  be  determined  on  a  point-to-point  basis, 
for  example  by  use  of  a  microbeam  combined  with  movement  of  the 
sample,  a  complete  deformation  map  can  be  obtained.  A  more 
practical  solution  to  the  problem,  however,  is  shown  in  Figure  2. 
Instead  of  using  a  microbeam,  a  large  area  of  the  specimen  is 
irradiated  by  a  parallel  line  source  and  advantage  is  taken  of  the 
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Figure  2.  Showing  orientation  of  PSD  (Position  Sensitive  Detector) 
parallel  to  Debye-Scherrer  arc. 


fact  that  the  diffracted  beam  line  is  a  true  topographic  image. 
Accordingly,  there  is  a  one-to-one  correspondence  between  the 
position  in  the  dif f racted-beam  and  the  spot  on  the  sample  giving 
rise  to  it.  This  reflected  beam  is  then  registered  by  a  linear 
position -sensitive  detector  (PSD)  placed  tangent  to  the  Debrye  arc 
and  parallel  to  the  rotation  axis  of  the  sample.  When  combined  with 
a  multichannel  analyzer  (MCA),  the  diffracted  beam  can  be  broken 
into  60  ym  increments.  Thus,  as  shown  in  Figure  2,  the  diffracted 
beam  A'  originates  from  point  A  on  the  sample,  and  similarly  for 
pairs  BB',  CC',  etc.  By  step-rotations  of  the  specimen,  rocking 
curves  are  generated  simultaneously  and  independently  for  each  60ym 
segment  of  the  sample.  When  the  rocking-curve  analysis  has  been 
completed,  the  sample  is  step-wise  translated  so  that  adjacent 
regions  can  be  similarly  analyzed.  In  this  way,  a  complete  two- 
dimensional  map  can  be  readily  generated  in  a  few  hours.  A  typical 
rocking -curve  topograph  of  a  InGaAs  epitaxial  film  on  a  GaAs  wafer 
is  shown  in  Figure  3. 

2-D  X-RAY  IMAGING 

Professor  Robert  E.  Green,  Jr.[8]  of  the  Johns  Hopkins  University  in 
1965  pioneered  the  first  real-time  electro-optical  dynamic  X-ray- 
image  detection  system  which  incorporated  an  external  scintillator 
optically  coupled  to  a  magnetically-focused  first-generation  multi¬ 
stage  image -intensifier  tube.  In  1968,  Reif snider  and  Green[l] 
developed  a  system  incorporating  an  electrostatically -focused  first- 
generation  three-stage  image- intensifier  device  (Figure  4a  and  4b). 
Subsequently,  this  real  time  X-ray  imaging  device  has  shown  many 
applications  in  the  study  of  materials:  grain-boundary  migration 
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InGaAs  Epitaxial  Film 


wafer  edge 

Figure  3.  Plastic  strain  map  or  rocking  curve  topography 
obtained  by  the  DARC  technique;  CuKotj  radiation 
400  reflection. 
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X-RAY  ELECTRON  FIBER  OPTIC 
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Figure  4.  Schematic  of  (A)  Portable  Image  X-ray  Intensifier 

(PIXI)  and  (B)  Miniature  X-ray  Intensifier  (MINIX) . 


studies, [9]  crystal -lattice  rotation  experiments, [ 10 ]  solids 
undergoing  shock-wave  compression,  [  1 1  ]  and  topography.  [ 2-5,12, 13  ] 
However,  applications  in  the  medical  and  dental  fields  have  been 
limited  if  not  non-existent. 

Other  scientific  investigators  such  as  Reynolds,  Milch,  and 
Gruner[14]  have  developed  a  highly  sensitive  X-ray  image-intensifier 
TV  detector  which  incorporates  a  four-stage  magnetically-focused 


DIXIE  Digital  Intensity  X-Ray  Image  Enhancer 
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Figure  5.  Schematic  of  the  proposed  digital  real-time  X-ray 
radiographic  imaging  system. 
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image  intensifier  coupled  with  a  silicon  target  vidicon.  This 
system  has  been  used  for  biological  X-ray  experiments.  Also, 
BilderbackI 15]  has  developed  a  two-dimensional,  area  multiwire  , 

proportional  detector  that  enables  X— ray  Laue  back-  reflection  j 

patterns  to  be  observed  in  seconds.  To  the  author  s  knowledge  this  t 

system  is  commercially  available.  In  1978  Yin  and  Seltzer(16]  j 

developed  a  self-contained  radiation  source  and  imaging  detector  for  i 

real-time  radiography.  This  system  incorporates  a  microchannel- 
plate  detector  with  a  25mm  input  X-ray  window.  The  authors  have 
further  developed  the  X-ray  image  intensifier  into  a  digital- 
intensity  X-ray  image -enhancer  (DIXIE)  using  a  digital  video-camera 
and  an  image -processor.  The  image-processor  allows  the  use  of 
pseudo-color  to  depict  intensity  contours  for  easier  visual 
inspection  of  images  with  multiple  gray  levels.  The  digital  X-ray 
diffraction  images  obtained  thus  can  be  used  to  quantify 
microstructural  defects.  Figure  5  shows  the  schematic 
representation  of  the  X-ray  imaging  system.  It  is  possible  to 
evaluate  lattice -strain  states  in  various  crystalline  materials  in 
the  topographic  mode.  X-ray  topographs  (pseudo-color  intensity- 
contour  maps)  obtaineu  with  a  camera  system  constructed  for  a 
conventional  laboratory  X-ray  source18  (3kW)  are  depicted  in 
Figure  6. 

In  addition  to  X-ny  diffraction  imaging,  the  system  can  be  very 
effectively  utilized  for  high -resolution  micro-radiography.  Due  to 
the  enormous  intensity  of  a  synchrotron  X-ray  source,  transmission 
Lang  topography  and  anomalous  X-ray  scattering  phenomena  can  also  be 
studied.  These  techniques  have  great  potential  for  characterizing 
thin-film  (epitaxial)  structures  such  as  used  in  IR  detectors.  The 
DIXIE  has  now  replaced  the  linear  PSD  in  the  DARC  topography  system. 

This  enhancement  will  allow  near-real  time  rocking-curve  topography 
(5  secs  for  1  inch  square  area). 

CONCLUSION 

Rocking -curve  analysis  is  a  powerful  microstructural  QC  tool  when 
implemented  in  a  topographic  mode.  This  technique  can  be 
effectively  used  to  quantitatively  map  disloca&ion-density  and 
lattice- parameter  changes  in  both  substrate  and  epitaxial  films.  By 
changing  the  X-ray  wavelength  it  is  also  feasible  to  non- 
destructively  evaluate  substrate  micro-lattice  strain  states  below 
thin  epi-taxial  films.  Using  2-D  X-ray  detectors  the  data 
acquistion  time  can  be  phenomenally  improved  (by  5  orders  of 
magnitude).  The  technique  is  ideally  suited  for  on-line  production 
as  well  as  sophisticated  research  applications. 
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BATCH  CHARACTERIZATION 

Figure  6.  DIXIE  -  Digital  Intensity  X-ray  Image  Enhancer.  Real-time 
topographs  (HgMnTe) . 
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INTRODUCTION 

This  paper  discusses  the  use  of  a  personal  computer  in  the  x— ray 
diffraction  laboratory.  DARC  (Digital  Automated  Rocking  Curve)  Topography 
is  a  system  in  which  a  PC  is  used  extensively.  Using  this  system  as  an 
example,  the  many  uses  and  benefits  of  the  PC  as  a  tool  will  be  explained. 

Overview  of  the  DARC  Tonography 

Digital  Automated  Rocking  Curve  Topography  is  the  digital  recording  of 
the  Bragg  reflection  for  every  incidence  angle  position  of  a  crystalline 
wafer  that  is  rotated  through  a  fixed  pivot.  The  rocking  axis  is  parallel 
to  the  crystallographic  plane  being  interrogated.  The  incidence  angle  is 
usually  in  the  range  of  0.1  to  5  degrees.  Unmonochromated  copper  radiation 
is  used  as  the  x-ray  source,  and  an  x-ray  image  intensifier  is  positioned  to 
detect  a  particular  diffraction  topograph. H)  other  experiments  have  shown 
that  this  system  is  highly  sensitive  to  microstructure. One  study  has 
shown  that  a  sample  satisfies  the  Bragg  condition  over  a  much  larger  change 
in  incidence  angle  after  it  has  been  deformed  with  a  hardness  indentation  in 
comparison  to  the  undeformed  state.  Since  no  other  parameters  were  varied, 
this  clearly  points  to  a  change  due  to  a  higher  dislocation  density. 

Further  interpretation  of  the  results  and  calculations  made  by  the  system 
require  extensive  study  and  will  not  be  discussed  here. 


SYSTEM  HARDWARE 

The  DARC  system  utilizes  an  IBM  PC/XT/AT  or  compatible  computer  with 
at  least  512  kilobytes  of  RAM,  an  8087  or  80287  coprocessor,  a  GPIB 
controller  board,  and  an  image  acquisition  and  processing  board  with  both 
grey  composite  and  pseudocolor  outputs.  A  hard  disk  drive  is  used  for 
increased  image  storage  area  and  improved  data  retrieval  time.  Two  video 
monitors  are  used;  one  for  displaying  images,  both  real  and  processed,  and 
the  other  for  interfacing  with  the  user  as  the  data  display  terminal.  A  CCD 
(charge  coupled  device)  camera  with  a  standard  RS-170  output  is  used  as  the 
input  device  to  the  image  acquisition  board.  This  camera  is  mounted  to  a 
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x-ray  image  intensifies  The  output  screen  of  the  intensjfier  provides 
input  for  the  CCD.  Spatial  resolution  with  this  system  is  in  the  100  to  150 
micron  range.  Currently,  a  new  detector  is  being  evaluated  for  use  with  the 
system.  This  device  is  a  thermo-electrically  cooled  x-ray  sensitive  CCD. 
Spatial  resolution  with  this  new  camera  is  expected  to  be  in  the  20  to  30 
micron  range,  thus  allowing  improved  defect  recognition.  Four  motorized 
translation  stages  are  used  to  manipulate  the  sample  within  the  beam  of 
x-rays.  The  driving  motors  are  actuated  and  monitored  by  a  computer 
programmable  motor  controller  which  is  linked  to  the  personal  computer  via 
IEEE-488  interface. 


USE  OF  THE  PC 

The  PC  is  used  to  control  the  position  of  the  sample  via  motors, 
acquire  and  analyze  image  data,  display  calculated  results  and  store  any 
selected  data  on  hard  or  floppy  disk.  All  of  these  functions  are 
initialized  or  bypassed  using  control  codes  sent  from  the  computer  keyboard. 

Motor  Control 

A  principal  function  of  the  computer  is  to  control  and  monitor  the 
motion  of  the  four  axis  translation  stages.  Both  commands  and  data  are 
transferred  back  and  forth  vfrom  the  PC  to  a  programmable  motor  controller 
via  an  IEEE-488  standard  data  bus.  The  PC  is  transformed  into  a  GPIB 
controller  by  means  of  a  commercially  available  expansion  card.  This 
addition  can  be  easily  configured  and  installed  into  most  PC's.  When  the 
system  is  initialized,  the  computer  instructs  the  motors  to  displace  the 
stages  to  their  home  or  starting  positions,  thus  ensuring  a  consistent 
reference  point  and  allowing  both  a  higher  degree  of  accuracy  and 
precision.  Once  the  stages  have  been  set  in  place  the  experiment  begins. 
During  the  data  acquisition  period,  the  motor  that  controls  the  incidence 
angle  of  the  crystal  is  stepped  a  certain  number  of  degrees  a  specified 
number  of  times.  For  example,  if  the  experiment  requires  101  images  of  the 
sample  through  0.5  degrees,  then  after  each  image  acquisition,  the  stage 
must  be  rotated  0.005  degrees  or  through  18  seconds  of  arc.  The  incidence 
angle  is  always  increased  during  the  acquisition  period.  Once  ~the 
experiment  is  complete,  the  motor  returns  the  stage  to  its  starting 
incidence  angle.  It  remains  at  rest  until  another  experiment  is  started. 

Image  Acquisition.  Evaluation,  and  Display 

^he  image  acquisition  and  processing  board  is  also  an  internal 
computer  expansion  card.  This  board  is  responsible  for  digitizing  the  video 
images  sent  to  it  via  RS— 170  by  the  CCD  camera.  It  is  also  the  board  which 
converts  all  image  output  data  into  analog  composite  and  pseudocolor  images 
for  display  on  the  system  image  monitor.  The  board  is  able  to  grab  anywhere 
from  one  pixel  to  an  entire  screen  of  512  x  480  pixels.  Choosing  only  a 
selected  area  of  the  image  eliminates  the  acquisition  of  unwanted  and 
unnecessary  data,  increases  the  overall  system  speed,  and  reduces  memory 
requirements.  Preset  and  user-modified  look-up  tables  provide  a  vast  array 
of  output  possibilities  and  therefore  more  data  from  which  the  examined 
crystal's  properties  can  be  evaluated. 

The  analysis  begins  after  the  data  has  been  acquired.  The  control 
program  calculates  three  parameters  from  the  experiment:  peak  broadening, 
peak  shift,  and  integrated  intensity.  No  interpretation  of  these 
calculations  is  made  by  the  program,  only  the  results  are  displayed.  The 
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ceak  broadening  map  is  calculated  from  each  pixel's  change  in  intensity  as 

^  .  -A  „  i  c  increased.  The  DC  background  noise  level  is 
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part  of  the  sample.  Saved  data  can  i  10Cation  from  which  the  data 

section  is  displayed  on  the  screen  at  the  same  10  over  the 

is  taken.  These  larg-  maps  can  then  be  fanned  J  and  redispiayed 
available  dynamic  range  (grey  levels;  oi  tne  k 

in  order  to  enhance  hidden  details. 

The  system's  dual  monitor  configuration  allows  simultaneous  viewing  of 
terminal;  the  data  are  viewed  on  the  image  monitor. 
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8R IMPOSE  D  A  R  C  X-RAY  TOPOGRAPHY  SYSTEM 
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FIGURE  2 


ANALYZED  SAMPLES 

The  reflection  topograph  of  a  sample  of  Gallium  Arsenide  is  shown  in 
Figure  1 .  A  data  collection  window  is  selected  and  the  experiment  is 
initiated.  When  the  run  is  completed,  the  collected  images  are  displayed, 
as  illustrated  in  Figure  2.  Each  figure  is  a  topograph  of  the  sample  taken 
from  a  different  angle.  The  first  window,  in  the  upper  left,  coincides  with 
the  initial  incidence  angle;  the  last  window,  in  the  bottom  right,  with  the 
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final  incidence  angle.  At  this  point,  the  decision  is  made  to  use  the  data 
or  to  start  over  again.  When  sufficient  data  is  obtained,  the  peak  shift, 
peak  broadening,  and  integrated  intensity  maps  are  displayed  along  with 
color  bars  providing  visual  reference  points  and  numerical  values  with  which 
the  data  may  be  analyzed,  which  is  presented  in  Figure  3*  Smaller  step 
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sizes  may  also  be  used  to  increase  angular  resolution.  The  pixel  profiles 
of  the  images  obtained  can  also  be  viewed.  These  profiles  are  the  raw  data 
collected  by  the  system.  Profiles  can  be  displayed  singly,  overlayed  one  by 
one,  such  as  in  Figure  4,  or  displayed  for  an  entire  row/column  of  pixels, 
as  shown  in  Figure  5.  The  latter  two  allow  comparison  of  data  points. 

Full  wafer  maps  of  Gallium  Arsenide  with  devices  are  shown  in  Figures 
6  and  7.  Figures  6a,  6b  and  6c  show  the  peak  shift,  peak  broadening  (which 
is  almost  unobservable  in  this  picture  except  for  a  small  portion  of  the 
right  most  edge)  and  integrated  intensity  maps  as  raw  data,  and  Figures  7a, 
7b  and  7c  depict  all  three  sets  of  data  after  being  expanded  over  the 
available  dynamic  range.  Pseudocolor  is  also  used  in  order  to  bring  out 


PEAK  SHIFT  MAP 


GaAs  with  Devices 
FIGURE  6A 


GaAs  with  Devices 
FIGURE  6B 


DOUGLAS  C.  LEEPA  ET  AL. 

INTEGRATED  INTENSITY  MAP 


GaAs  with  Devices 
FIGURE  6C 


PEAK  SHIFT  MAP 


(Expanded  over  Dynamic  Range) 


GaAs  with  Devices 
FIGURE  7 A 


PEAK  BROADENING  MAP 

(Expanded  over  Dynamic  Range) 


GaAs  with  Devices 
FIGURE  7B 
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INTEGRATED  INTENSITY  MAP 


(Expanded  over  Dynamic  Range) 


GaAs  with  Devices 
FIGURE  7C 


details  that  cannot  be  seen  in  standard  black  and  white.  Because  of  the 
increased  contrast  levels,  slight  variations  in  intensity  become  more 
noticeable  to  the  eye.  It  is  obvious  that  enhanced  full  wafer  maps  provide 
a  superior  analysis  tool  to  the  materials  scientist  by  allowing  high  angular 
and  spatial  resolution  data  to  be  obtained  separately  and  pieced  together  to 
present  a  detailed  map  of  the  crystal  structure. 


CONCLUSIONS 

PC's  have  become  indispensable  to  the  x-ray  community.  Their  ability 
to  make  numeric  calculations  and  control  experimental  variables  with  great 
precision  and  speed  has  drastically  reduced  the  time  required  to  collect 
data  on  crystalline  materials.  The  time  required  to  obtain  a  two- 
dimensional  rocking  curve  map  of  a  4  mm  x  4  mm  sample,  with  up  to  1280 
angular  increments  per  run,  has  been  cut  from  1500  hours  (with  conventional 
point  counters  or  linear  point  sensitive  detectors)  to  five  minutes  with  the 
DARC  system.  PC  controlled  experiments  in  real  time  Laue  transmission  and 
powder  diffraction  have  proven  very  useful  in  material  quality  control. (3) 
With  the  low  cost  and  high  availability  of  expansion  boards,  the  PC  has 
become  the  workhorse  of  today's  x-ray  diffraction  lab. 
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APPENDIX  B 


COLOR  HUNTS 


WAFER  1: 


WAFER  2: 


WAFER  3: 


3  micron  of  AlGaAs  on  GaAs  grown  by  MBE.  Conventional  measurements 
predict  no  strain  between  substrate  and  epi  layer. 

PRINT  1A:  Topograph  where  theta  =  30  degrees  and  the  incidence 
angle  =  0.9  degrees.  The  black  box  indicates  the 
area  of  interrogation. 

IB:  Pixel  profile  across  center  of  box.  Different  color 
curves  represent  different  horizontal  points.  As 
the  substrates  peak  location  moves,  so  follows  the 
epi  layers  peak.  Though  this  nay  mean  a  non-uniform 
substrate,  this  does  indicate  a  good  match  between 
the  two:  no  strain. 


Outer  edge  piece  of  a  sliced  wafer  of  single  crystal  InP. 

PRINT  2A:  Topograph  where  theta  =  30  degrees  and  the  incidence 
angle  =  1.5  degrees. 

2B:  Incidence  Angle  and  Peak  Broadening  maps  concur  that 
the  best  reflection  is  away  frcm  the  outer  edges  and 
towards  the  center  of  what  would  be  a  full  wafer 
(the  lower  right  corner). 


GaAs  wafer  with  twin  defect. 

PRINT  3A:  Topograph  where  theta  =  32  degrees  and  the  incidence 
angle  =  1.13  degrees. 

3B:  Topxograph  where  theta  =  32  degrees  and  the  incidence 
angle  =  1.19  degrees. 

3C:  Peak  Shift  and  Peak  Broadening  maps  show  growth 
striations. 


3D:  Plot  profile  of  fair  crystals,  but  definite  twins. 
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PRINT  2B 
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PRINT  3A 


PRINT  3B 


PRINT  3C 


DIGITAL  AUTOMATED  ROCKING  CURVE  TOPOGRAPHY 


PRINT  3D 
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